[Modification of the Aue 302 artificial kidney for use with the capillary kidney].
By installation of a warm water rotating pump type USp 20-KMR and the forming of a by-pass in the recirculation we could produce the underpressure necessary for the capillary dialysis. This underpressure can be regulated by opening and shutting of a valve. The consequence is the aimed ultrafiltration according to the weights of the dialysis patients. The construction is described in detail and demonstrated by photos.